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GROUP 223- Non Consumables for FHB 
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Recommendations 
of FRC 

1 22300101 

Bathroom Scale Digital, made of Steel -0.7mm ,graduation -1g 
(accuracy- 0.1Kg),Power supply - Battery, display type -pointer, 
Warranty - five years 

NOS R 1 N 
Specification 
amended. 

2 22300102 

Mechanical adult weighing scale with eye level beam, Capacity 
220kg (500lb) / 160kg (400lb), graduation 50g, transport curser,  
Measuring rod - measuring range 60 - 200 cm (24 - 78 inch), 
graduation 1mm (1/8 inch), Dimension platform (W×H×D) 350 × 
84 × 360 mm approx., Warranted for a period of not less than 24 
calendar month. 

NOS R 1 E 
Specification 
amended. 

3 22300103 

[MECHANICAL BABY SCALE WITH SLIDING WEIGHTS (BEAM)]          
1. The equipment should have a weighing capacity of 15.5 kg or 
more with minimum weight measurable being 500g.                              
2. The equipment should have a sensitivity of 5g.                                      
3. The equipment should have precise and smooth running 
weights, soft, smooth contours (weighing tray, steel casing) and 
safe; i.e. the tray should be safe with curving edges.                                      
4.The equipment should be easy to clean (i.e. hygienic material 
for the tray)                                                                                                                       
5. The equipment should be covered by a five year 
comprehensive warranty.                                                                                                                      
6. A local agent should be available and registered in Sri Lanka.   
7. The quoted product should have been used in Sri Lanka for at 
least 5 years.                                                                                                                                 
8. Should provide a list of organizations which have procured and 
used this equipment.                                                                                     
Optional                                                                                                                
The equipments to have transport casing. 

NOS R 1 N 
Specification 
amended. 

4 22300104 

HEIGHT MEASURING   ROD - ( MOBILE STADIOMETER FOR 
MEASURING  HEIGHT)                                                                                             
1. The equipment should be particularly suitable for mobile use 
(portable), simple and easy to set up                                                              
2. The equipment should be durable and light weight                             
3. The measuring range should be 20cm (to allow for pedestal) to 
about  220 cm                                                                                                              
4. The graduation should be 1mm.                                                                    
5. The equipment should be covered by a two to five year 
comprehensive warranty.                                                                                     
6. A local agent should be available and registered in Sri Lanka.         
7. The quoted product should have been used in Sri Lanka for at 
least 5 years.                                                                                                               
8. Should provide a list of organizations which have procured and 
used this equipment.                                                                                 

NOS C 1 N 
Specification 
amended. 

5 22300105 Digital Weighing Scale NOS C 4 N Deleted 
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6 22300201 

Specs amended as,                                                                                 
1. The standard weight set should compromise of 10g, 100g, 
500g, 1kg and 2kg weights.                                                                                     
2. The standard weights should be fully stainless steel except for 
500g, 1kg, 2kg.                                                                                                                                    
3. The weights sets should have small carrier case for each set of 
5 weights. (The individual sets with transport casing)                                                                        
4. For standard weights 2kg, 1kg, 500g, ASTM-6 certificate is 
optional.                                                                                                                         
5. The stainless steel 10g, and 100g, should have ASTM-6 
certificate (essential).                                                                                                                                                         
6. Each weight should be labeled appropriately.                                       
7. A local agent should be available and registered in Sri Lanka.                                                                                                                                     
8. The quoted product should have been used in Sri Lanka for at 
least 5 years.                                                                                                                                                                  
9. Should provide a list of organizations which have procured and 
used the standard weight sets.                                                                                                                                                                                                           
10. Sample should be submitted to Technical Evaluation 
Committee for evaluation.                                                                                                                                                                                   

NOS R 1 N 
Specification 
amended. 

7 
NEW 
22300106 

LENGTH MEASURING BOARD FOR INFANTS                                                                       
1. The equipment should be foldable, washable, smooth 
surfaced, light weight, space-saving, durable and capable of 
precise measurement of the length of infants while measuring. (A 
board: NOT a mat)                                                                        
2. The equipment should have a fixed head board and easy to 
slide foot rest making it simple to use.                                                                       
3. The measuring range should be 10-99cm.                                                                       
4. The graduation should be 1mm.                                                                       
5. The equipment should be covered by a five year 
comprehensive warranty.                                                                       
6. A local agent should be available and registered in Sri Lanka.                                                   
7. The quoted product should have been used in Sri Lanka for at 
least 5 years.                                                                       
 8. Should provide a list of organizations which have procured 
and used this equipment.                     

NOS R 1 N 
Added as a new 
item 

8 
NEW 
22300107 

DIGITAL BABY WEIGHING SCALES                                                                       
Capacity : 44lbs/20kg                                                                       
Graduation: 0.5 oz/5g<10kg>10g                       
Dimensions (W×H×D) : 640×100×300mm approximate                                                                       
Dimensions / Weighing platform: (W×H×D) : 600×50×250mm 
approximately. Body  weighing capacity should be up to 20kg                                                                       
The unit shall be operated with power supply 230v + 10% 50Hz & 
it can be use 12V or 9V battery. The scale should be a table top 
type electronic scale which is used to measure body weight of 
newborns & pediatric. There should be a digital display, to get 
reading easily. Auto calibration facility with standard weight shall 
be available. Operation & service manuals in English shall be 
supplied together with the each equipment.                                                                       
Functions: Auto - HOLD, TARE, BMIF, automatic switch   - off                                                                       
Approximate Warranty: more than three years.                                                                       
After sales service by the agent.                                                                   
Sample should be needed into Technical evaluation committee                                                                       
A local agent should be available and registered in Sri Lanka                                                            
The quoted product should have been used in Sri Lanka for at 
least 5 years. Should provide a list of organizations which have 
procured and used this equipment.                                                                                                                                                                                                

NOS R 1 N 
Added as a new 
item 
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9 
NEW 
22300108 

PORTABLE SPRING BALANCE SCALE WITH TROUSERS  (BABY 
HANGING SCALES ) 
1. The equipment should have a capacity of at least 30 kg 
2. The equipment have graduation less than 100g. Sensitivity of 
at least 100g. 
3. The equipment should be easy to clean (hygienic material for 
the scale) 
4. The equipment should be easy to read with clear weight 
markings 
5. Should be safe when weighing babies 
6. The equipment be covered by a five year comprehensive 
warranty. 
7. A local agent should be available and registered in Sri Lanka. 
8. The quoted product should have been used in Sri Lanka for at 
least 5 years. 
9. Should provide a list of organizations which have procured and 
used this equipment.  
10. The scale should include at least two trousers according to 
following specifications; 
   TROUSER FOR  BABY HANGING SCALES  
1. The sling should position babies and toddlers comfortably   
2. The equipment should be hygienic, easy to clean and water 
resistant. 
3. Safety should be ensured for weighing 
4. The equipment should be durable 

NOS R 1 N 
Added as a new 
item 
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GROUP-148/124/548- CONSUMABLES FOR FHB 

Item 
No: 
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Recommendation of FRC 

01 
NEW  
54805302 

Neonatal heel prick incision device(lancet)to draw blood 
for newborn screening and other blood tests. 
Fully automated device (penitrating and automatically 
returned after use),incise to a controlled standardized 
depth 1mm and length 2.5mm,blood volume 50-250 
micro liter, sterile, stainless steel. 

R 1 E added as NEW item. 

02 
NEW 
14800001 

Diapers for new born. C 4 N added as NEW item. 

03 
NEW 
12401201 

Amniotic Membrane Perforator for intentional rupture 
of the amniotic membranes during labour , with a sharp 
and atraumatic hook allowing membrane snagging. 
Length 25cm anatomic shape and ergonomic handle, 
sterile (EtO sterilized and CE marked) 

C 4 N 
To be added to Gyn. And 
Obs. Group. 

04 
NEW 
12401202 

Modified Sheppard Intrauterine Insemination 
Catheter(IUI). 5.4FR,20 cm, sterile. 

C 4 N 
To be added to Gyn. And 
Obs. Group. 

05 
NEW 
12401203 

Ball electrode straight,4mm,110mm length, sterile. C 4 N 
To be added to Gyn. And 
Obs. Group. 

06 
NEW 
12401204 

Tungstan snare electrode straight, 25mm,145mm length, 
sterile. 

C 4 N 
To be added to Gyn. And 
Obs. Group. 

 


