
My No: MSD/SCU(S)lcirl2023
Medical Supplies Division

circutar No: MSD/Q tst2[23t23 311;Jil ir'ddesama 
wimalawansa Thero Mawatha'

Tel: (011)2694114113

To: oL-12-2023

DDG/NHSL - Colombo
DDG/NH - Kandy
All Provincial Directors of Health Services,
All Regional Directors of Health Services,
All Directors of Teaching Hospitals,
All Directors of Specialized Campaigns,
Director, N. l.H.S Kalutara,
All MOIC/MOH- lnstitutions,
MOIC/Medical lnstitutions of Line Ministry

REPORT ON FAILING SAMPLE - Peritoneal Dialvsis Catheter. curl cath. kit 62-63cm
fUSO OROen ltsf ruO: 2O22tSPClXtClSl00325 PA Order No: DHS/ICLDURSS/016/43PL/22

1. Re-above, details of the report NDL/D&CiDU|P44|2023 dated 06.1 1.2023 received from D/NMQAL are

given below for your information please.

1.1) Name of the producV ltem : Peritoneal Dialysis Catheter Kit ,Curl Cath, 62-63cm
(Peritoneal Dialysis Catheter Size and Length 62cm )

SR

1.2) Manufacturer

(uRoMED)

:14320010

1.3) Batch No

1.4) Date of Manufacture

1.5) Date of Expiry

1.6) NMRA Ref. No

1.7) LR Number

1.8) Nature of Defect

1.9) NMQAL Recommendation

2. CEO-NMRA Instruction

Manish Medi lnnovation, No 10/9,3'd Main,24th Cross,
Sri Krishna Layout, Hulimavu, Bannerghatta Road,
Bangalore- 560076, I ndia.

23023199

FEB.2023

JAN.2O2B

NMRtuMD/QF I 1 412023lU R dated 04.1 2.2023

39323

Sample is considered unsatisfactory due to the scalpel
blade of peritoneal dialysis catheter set was corroded in
some intact packs and the date of expiry of the syringe
containing in the intact pack is November 2027 while it in
the peritoneal dialysis catheter set is January 2028.

To withdraw the above batch

To withdraw the above batch from use immediately

3. Considering above facts, you are requested the following

3.1) To withdraw the above product from use immediately'

3.2) To inform details of all batches available of this product to D/NMQAL, 120 Norris Canal
Road, Colombo 10, to enable them to select samples for further testing and provide
sample on request to NMQAL.

4. Please note: lt would be your responsibility,

{.



a

I

5. 5.1 ) please bring the contents of the circular to all concerned in your Province/ Region/ lnstitution

5.2) please Note: lt is the responsibility of all RDHS to ensure that the copies of this circular

is circulated among all the heads of the institutions under your preview'

,o/,/ Dr. DEDuNu DtAsu4\-, 
nnJ:::ffi;lIBlfl'*-..r,r

,r[:eJ:i#-.r,,,1i",;l;[#iiliiil#ffi."*'hercMw;

Cc:
1. Auditor General - f.i 2'DGHS-f i 3'Chairman/SPc - f i' & n'a

4. DDG(M/S) - f.i. s.CEO/ NMRA - f.i. & n.a. 6' Secretary/MDEc - f i

7. D/NMqAL -ln the event that obtaining.r*pr". from 05 different batches is not possible, to inform D/MSD to

send samples from available batches'

B. Chief lnternalAuditor/ MOH-f.i 9.D/ (Stock Verific.)/MoH - f.i. 10' DD/MSD - f i' & n'a'

11. Chief AccountanUMSD-f.i & n.a 12' AD(Stores)/MSD - f i'

13. Acct(s)MSD - To make arrangement with sPC to recover the value of relevant quantity from the supplier'

14. AD (Dispatch)/MsD - f.i. 15. AD/ICT Unit - to publish in MSD web site

16. AD(S )/MSD - To ensure that SCO concerned provide the required information to NMQAL

17.All DP/DPDHS -f.i. & n.a 18. SP / MSD -f i& n'a 19'HSCO (S )-f i' & n'a'

2o.SCO/(SS 12)- To send consignment details, storage condition and other relevant details of above

product as Per No:08 of NDL Form No:02

21. SCO/SD(s)_f.i & n.a 22.MSA-WH (54) MSD - f.i. & n.a. 23. MO(Technicat unit)/MOH-f.i & n.a

22. HlDestruction Unit (MSD) - f.i & n'a


